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CERTIFICATE OF ANALYSIS

3414

GP-COC & GP-ROD & GN-FAS Turbidity Standard

G052118

21 FEB 2020

QUALITY PROFILE

Low Standard check:

20.0 = 0.5 % Transmittance

Results

Passes test

Note: The % transmittance values are obtained from specific reference turbidimeters. These values
may differ from turbidimeter to turbidimeter.

STORAGE RECOMMENDATIONS

Store in the dark at 20 °C — 26 °C.

INTENDED USE

NOT FOR HUMAN IN VITRO DIAGNOSTIC USE.

A

APPROVAL: QUALITY ASSURANCE

CA3414 GPGNT'AS TurbStd Feb2008

CR/CO 1296

25 Y 2014

February 2008



