L BN
-

BIOLOG

21124 Cabot Bivd.

Hayward, California 94545
510-785-2564  Telephone
800-284-4249  Orders
510-782-4638 Fax
www.biolog.com

a2 e
L ]
[ X B ]

CERTIFICATE OF ANALYSIS

Product No.: 3441
Name: 85% Turbidity Standard
Lot No.: M111521
Expiration Date: 15 AUG 2023
QUALITY PROFILE
Results

Standard check:

85.0 + 0.5 % transmittance Passes test

Note: The % transmittance values are cbtained from specific reference turbidimeters. These values
may differ from turbidimeter to turbidimeter. Reference turbidimeters are calibrated with NIST

traceable standards.

STORAGE RECOMMENDATIONS

Store in the dark at 20° - 26°C.

INTENDED USE
NOT FOR HUMAN IN VITRO DIAGNOSTIC USE.
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APPROVAL: QUALITY ASSURANCE DATE
CA344] Rev A - 85% Turbidity Standard September

2008
CR/CO 1352



